[Comparative characteristics of the irradiation homogeneity of blood in different devices for ultraviolet radiation of the blood].
The value of blood irradiation homogeneity is defined. Some patterns of flowing blood and ultraviolet irradiation are considered. The most homogeneous irradiation has been shown to be reached when the free surface of blood is irradiated. For six different devices, the value of blood irradiation homogeneity is calculated according to the values defined. A new device for ultraviolet flowing blood irradiation is proposed, which allows the greatest value of blood irradiation homogeneity from the known to be obtained.